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a  b  s  t  r  a  c  t
A  high  sensitivity  method  for voltammetric  determination  of  Sb(III)  using  quercetin-5′-sulfonic  acid  (QSA)
as complexing  and  adsorbing  agent  is presented.  The  Sb–QSA  is  accumulated  on the  electrode  surface
and  then  reduced  at  about  −0.67  V. Optimal  analytical  conditions  were  pH:  5.5,  CQSA:  3.0  mol  L−1,  Eads:
−0.10  V  and tads: 60 s. The  detection  limit  (3)  depends  on  accumulation  time,  reaching  3.6 ng L−1 and
−1eywords:
ntimony
uercetin-5′-sulfonic acid
dsorptive stripping voltammetry
1.6  ng  L with  tads of 60  s and  180 s, respectively.  Peak  current  is  proportional  to  Sb(III)  concentration
up to 10.0  g L−1 and  1.5  g L−1 with  tads of  60  s  and  180  s, respectively.  The  relative  standard  deviation
were  1.7%  and  2.5%  for  a solution  containing  1.0 g L−1 and  5.0  g L−1 of  Sb(III),  respectively  (n  = 10).
Interference  by  other  metal  ions  was  studied.  The  proposed  method  was  applied  to the  determination
of  antimony  in  natural  and  spiked  water  samples,  with  satisfactory  results.  The  method  was designed  in
sitivi
© 201  order to compare  the  sen
. Introduction
Antimony is a nonessential element considered a pollutant
y the Agency for Toxicological Substances and Diseases Reg-
stry (ATSDR), the United States Environmental Protection Agency
USEPA) and the Council of the European Communities (EC), which
ave considered a maximum contaminant level of antimony in
rinking water of about 5–6 g L−1. Its toxicity depends on the
hemical species and oxidation state. Elemental antimony is more
oxic than its salts, and Sb(III) compounds are more toxic than Sb(V)
ompounds by a factor of 10. Water or fruit juices bottled commer-
ially in plastics often suffers from antimony contamination from
he containers because antimony trioxide is extensively used by
he polymer industry as a polycondensation catalyst in the produc-
ion of polyethylene terephthalate [1–3]. Two complete reviews on
he properties and the environmental chemistry of antimony were
ublished by Filella et al. [4,5].Antimony determination in environmental samples can be
roblematic due to the very low concentrations often present in
npolluted water (usually not higher than 1 g L−1 [4]). Anodic
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stripping voltammetry (ASV) has long been recognized as a power-
ful technique for trace metals owing to its sensitivity and relatively
inexpensive instrumentation, and is suitable for the direct determi-
nation of Sb(III) and Sb(V) without previous separation. However,
satisfactory results depend on the appropriate selection of oper-
ational parameters in the preconcentration and stripping steps,
and the choice of a suitable working electrode. Mercury, as a drop
(HMDE) or a ﬁlm (HgFE) coated on an inert electrode, forms nearly
ideal electrodes that have been used for anodic stripping voltam-
metry for many decades, due to their high cathodic hydrogen
overpotential and for mercury’s ability to dissolve many metals,
aiding in the preconcentration process. Table 1 summarizes some
of the published work on the application of HMDE [6–16], SMDE
[17], and other modiﬁed electrodes [18–26] for the determination
of Sb(III) and/or Sb(V) by ASV. An alternative to anodic strip-
ping voltammetry is adsorptive stripping voltammetry (AdSV), in
which the metal ions must be converted into stable complexes
with adequate surface-active ligands to be adsorbed on the work-
ing electrode by means of a non electrolytic process prior to the
voltammetric scan, and the detection limit of AdSV is also usually
better than that of ASV. The reaction of a suitable ligand with a
metal ion to be determined may  lead to the formation of a complex
which is adsorbed on the surface of the electrode, or the reaction
of a metal ion with the ligand adsorbed on the electrode’s sur-
Open access under CC BY-NC-ND license.face represent two  other ways of adsorptive accumulation which
is used for the determination of metals [27,28]. However, there are
fewer reports on the application of adsorptive stripping voltam-
metry for the determination of antimony, using quercetin [29],
cense. 
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atechol [30,31], alizarin red S [32], 4-(2-thiazolylazo)-resorcinol
33], pyrogallol [34,35], pyrogallol red [36,37], bromopyrogallol
ed [38], gallocyanine [39], chloranilic acid [40–42], morin [43], or
-dimethyl-aminophenyl-ﬂuorone [44] with different electrodes
Table 1).
Sometimes, no new signals appear after addition of trace metals
o a ligand solution, even if their stability constants show that they
re complexed. The complexes may  not be adsorbed on the work-
ng electrode because their net charge is not adequate, because free
igand is preferentially adsorbed, or because the signal of the com-
lex is occluded by the higher signal of excess free ligand. One
ossible way of enhancing the adsorptive process and the sen-
itivity of the method is the use of adequate substituents which
an change the stability of the complex, the net charge, and the
olubility of the ligand and the complex.
able 1
elected published data for the application of different electrodes in the anodic or adsorp
Electrode Analyte Ligand 
HMDE Cr(VI), Tl(III), Cd(II), Pb(II), Cu(II), Sb(III)a
HMDE Zn(II), Cr(VI), Cu(II), Sn(II), Pb(II)Sb(III)a
HMDE Cu(II), Cr(VI), Tl(I), Pb(II), Sn(II), Sb(III), Zn(II)a
HMDE Sb(III), Cd(II), Pb(II), Cu(II), Bi(III)b
HMDE Sb(III) 
HMDE Sb(III), Sb(III, V) 
HMDE Cu(II), Sb(III)b
HMDE Sb(III) 
HMDE Sb(III,V) 
HMDE Sb(III) 
HMDE Sb(III) – 
Sb(V) 
Sb(III,V) 
SMDE Sb(III) – 
Sb(III,V) 
AuMWE  Sb(III), As(III) – 
MWCNTs Sb(III) – 
BiFE Sb(III,V) – 
HgFSPE Sb(III) – 
CGMDE Cu(II), Sb(III) – 
Au-nps-CSPE Sb(III) 
Ag-nps-CSPE Sb(III) – 
GTE Sb(III) – 
Sb(V) 
AuFE  Sb(III), As(III) – 
HMDE Sb(III), Mo(VI) Quercetin 
HMDE Sb(III,V) Catechol 
HMDE Sb(III), Pb(II)b Catechol 
HMDE  Sb(III) Alizarin red S 
HMDE Sb(III) 4-(2-Thiazolylazo)-r
HMDE Sb(III) Pyrogallol 
Sb(V) 
HMDE  Sb(III) Pyrogallol 
Sb(V) 
HMDE  Sb(III) Pyrogallol red 
Sb(V) 
CPE  Sb(III) Pyrogallol red 
CPE Sb(III) Bromopyrogalol red 
HMDE Sb(III) Gallocyanine 
HMDE Mo(VI), U(VI), V(V), Sb(III)b Chloranilic acid 
HMDE Sb(III,V) – 
Sb(III) Chloranilic acid 
HMDE  Sb(III) Chloranilic acid 
Sb(V) 
SMDE  Sb(IIII) Morin 
HMDE Sb(III) p-DMPF 
g-nps-CSPE: silver nanoparticles-modiﬁed carbon screen printed electrode; Au-nps-C
rolled  growth mercury drop electrode; AuMWE: gold microwire electrode; MWCNTs: m
gFSPE: mercury ﬁlm screen printed electrode; HT18C6-RH-CPE: Hexathia 18C6 (HT18
ination using linear sweep adsorptive stripping voltammetry; p-DMPF: p-dimethyl-a
olyPGF:  polypyrogallol ﬁlm; PPs: polyphenols; PSA: potentiometric stripping analysis; S
nd  polyoxometalate; n.a: no apply; and N/R: not reported.
a Sequential.
b Simultaneous.ors B 185 (2013) 560– 567 561
In this study we investigated the sensitive determination
of Sb(III) using quercetin-5′-sulfonic acid (QSA, 3,5,7,3′,4′-
pentahydroxy-5′-sulfoﬂavone) as adsorbing and complexing
ligand. Recently we  published a method for the determination
of antimony(III) using quercetin (3,5,7,3′,4′-pentahydroxyﬂavone)
as chelating agent [29]. We  used the sulfonic derivative because
this group, which does not participate directly in the metal–ligand
bond, contributes with a negative charge to neutralize the posi-
tive charge of the antimony ion, and can increase the accumulation
of the complex on the electrode’s surface. Quercetin is a ﬂavonoid
used in analytical chemistry for the spectrophotometric and ﬂuo-
rimetric determination of metal ions. However, their application
is restricted due to their insolubility in water. On  the other hand,
the sulfonate derivative is soluble in water and is more useful for
analytical purposes [45].
tive stripping voltammetry of antimony and other metal ions.
Mode LR (g L−1) LoD (g L−1) tacc (s) Ref.
ASV 0.16–200 0.04 120 [4]
ASV 10–275 10 210 [5]
ASV N/R 70 270 [6]
ASV N/R 16 [7]
ASV N/R 3 60 [8]
ASV N/R N/R [9]
ASV N/R 121.8 90 [10]
ASV 200–1000 N/R [11]
ASV N/R N/R [12]
ASV N/R 0.044 240 [13]
ASV N/R 1.22 [14]
N/R N/R
20–20,000
ASV N/R 11 600 [15]
33 600
ASV 0.12 600 [16]
ASV 0.32 360 [17]
ASV 0.01–0.1; 0.1–1; 1–18 0.005 180 [18]
ASV 1.2–8.10 1.55 718 [19]
ASV N/R 0.12 45 [20]
ASV N/R 0.115 200 [21]
ASV N/R 0.083 200 [22]
ASV 1–10 0.32 600 [23]
1–15 0.19 600
ASV 5–25 0.41 180 [24]
AdSV 0.076–10 0.076 60 [27]
AdSV 0.5–8 0.1 480 [28]
AdSV 0.24–60.1 0.15 60 [29]
AdSV 0.24–85.2 0.088 60
AdSV 4.8–30 1.45 5 [30]
esorcinol AdSV 0.16–11.6 0.049 150 [31]
k-LSV 3–120 1.2 [32]
10–240 2.8
AdSV 0.013–194.8 0.012 400 [33]
1.2–170 1.15 400
AdSV 1.2–15.5 1.2 257 [34]
5.9–15.7 5.9 257
AdASV 0.24–61 0.12 150 [35]
AdASV 0.12–61 0.061 150 [36]
AdSV N/R 0.25 240 [37]
AdSV 0.27–100 0.27 60 [38]
ASV N/R N/R [39]
AdSV N/R N/R
AdSV N/R 0.21 300 [40]
0.56 600
AdSV 0.12–36.5 0.085 120 [41]
AdSV 0.49–48.7 0.12 300 [42]
SPE: gold nanoparticles-modiﬁed carbon screen printed electrode; CGMDE: con-
ultiwall carbon nanotubes; AuFE: gold ﬁlm electrode; GTE: gold tubular electrode;
C6) and rice husk (RH) modiﬁed carbon paste electrode; k-LSAdSV: kinetic deter-
minophenyl-ﬂuorone; PhFCPE: phenylﬂuorone modiﬁed carbon paste electrode;
WCNTs--SiMo12O404−: modiﬁed with single-walled carbon nanotubes (SWCNTs)
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.1. Chemicals and samples
Water used for sample preparation, dilution of reagents, and
insing purposes was obtained from Merck. All the chemicals
nitric acid, hydrochloric acid, boric acid, acetic acid, EDTA, etc.)
ere analytical grade from Merck. The standard stock solution of
.0 mg  L−1 and 0.1 mg  L−1 of Sb(III) was prepared from standard
b(III) 1000 mg  L−1 solution (Merck). Quercetin-5′-sulfonic acid
as synthesized as reported by Kopacz [45] and the solutions
ere prepared in methanol. Britton Robinson (BR) buffer solu-
ions were used to investigate pH in the 3.4–6.7 range. These
uffers (0.4 mol  L−1) were prepared by mixing equal amounts of
rthophosphoric acid, acetic acid, and boric acid, adjusting to the
equired pH with 2.0 mol  L−1 NaOH solution. To carry out the
nterference study a standard solution (called standard solution A)
ontaining 10.0 mg  L−1 of Cu(II), Zn(II), Al(III), As(V), Cd(II), Pb(II),
o(II), Ni(II), Bi(III), Tl(I), Be(II), Na(I), K(I), Ca(II), Mg(II), Ag(I),
o(VI), Cr(III) and Cr(VI) was prepared from different standard
olutions of 1000 mg  L−1 (Merck). Mineral water samples (Puye-
ue) were purchased in a supermarket and domestic tap water
amples were collected in our laboratory.
.2. Instrumentation
The voltammograms were obtained on a Metrohm model 797
A Trace Analyzer processor with an Electrode Stand with auto-
ated hanging mercury drop electrode. The reference electrode
as Ag/AgCl/KCl 3 mol  L−1, and the auxiliary electrode was  a plat-
num wire. Solutions were stirred with a rotating PTFE rod during
he purging and deposition steps. The solutions were deaerated
sing high-purity nitrogen. The pH measurements were carried out
ith an Orion-430 digital pH/mV meter equipped with combined
H glass electrode.
.3. Procedure for getting adsorptive voltammograms with
ynthetic solutions
Voltammetric measurements were made using the follow-
ng procedure: 8.97 mL  of deionized water, 1.0 mL  of BR buffer
0.4 mol  L−1), 30 L of QSA (1 × 10−3 mol  L−1), and aliquots of Sb(III)
olution (1.0 mg  L−1 or 0.1 mg  L−1) were pipetted into the voltam-
etric cell. The solution was purged with nitrogen (saturated with
ater vapor) for 5 min. Then, after eliminating some drops, a new
ercury drop was extruded to initiate the preconcentration for a
iven tads and Eads at a stirring rate of 1400 rpm. After an equili-
ration time of 10 s, the adsorptive voltammogram was recorded,
hile the potential was scanned from −0.05 to −1.40 V using
quare wave modulation with 25 mV step amplitude, 10 mV  pulse
mplitude, and a frequency of 50 Hz. The calibration curves were
btained; linear regression and detection limits were calculated.
he proposed method was applied to the determination of Sb(III)
n tap water and mineral water; in order to eliminate matrix effects
he standard addition method was used.
.4. Procedure for getting adsorptive voltammograms with water
amples
For the analysis of mineral water 9.00 mL  of sample, 1.0 mL  of
R buffer (0.4 mol  L−1), 50 L of QSA (1 × 10−3 mol  L−1) and 10 L
f EDTA (0.1 mol  L−1) were used, applying an Eads of −0.10 V for 60 s.
n the other hand, 5.00 mL  of sample, 3.75 mL  of deionized water,
.0 mL  of BR buffer (0.4 mol  L−1), 50 L of QSA (1 × 10−3 mol  L−1)
nd 10 L of EDTA (0.1 mol  L−1) were used for the analysis of tapors B 185 (2013) 560– 567
water, and the previous procedure was performed. Each voltam-
mogram was repeated three times.
3. Results and discussion
Quercetin presents ﬁve hydroxy groups in its structure whose
dissociation constants are 7.10, 9.09 and 11.12 (for groups 7, 4′ and
5, respectively) [46]. The presence of the sulfonate group does not
considerably change the acidic properties of the OH groups, (7.18;
9.33 and 10.03), but it increases the acidity of the molecule, which
can be considered as an advantageous property due to the fact
that it precludes the possibility of metal ion hydrolysis. It has been
reported that QSA forms complexes with Hg(II), Cd(II), Pb(II), Co(II),
Ni(II), Cu(II), Fe(II), Fe(III), Sb(III), Cr(III), Bi(III), Al(III), Ga(III), In(III),
La(III), Ce(III), Tm(III), Yb(III), Lu(III), Sm(III), Tb(III), Ho(III), etc., in
solution and in the solid state in a similar way  as quercetin, and it
is considered an antidote in case of poisoning with some of these
metal ions. In the complexation, 4 CO and 3 OH groups are the donor
centers [45,47–49]. It has been reported that the stoichiomet-
ries of the complexes with quercetin and QSA are pH-dependent.
Quercetin forms a complex with Sb(III) with a M:L ratio of 1:1 [50],
while QSA forms a complex whose structure is SbOQSAx4H2O in the
solid state (pH 1–3) [51]. Using spectrometric techniques, we  deter-
mined the stoichiometry of the antimony complex with quercetin,
ﬁnding an M:L  ratio of 1:1, while using voltammetric techniques
we determined the stoichiometry of the antimony complex with
quercetin-5′-sulfonic acid and got an Sb:QSA ratio of 1:2 at pH 5.5.
3.1. Effect of operational parameters
3.1.1. Effect of pH
The pH of the solution is very important because the condi-
tional stability constant of the Sb–QSA complex and the position
of the reduction peaks of the ligand and complex depend on pH.
This study was  carried out in the pH range 3.4–6.7 using BR buffer
(0.04 mol  L−1). The results obtained using CSb(III): 1.0 g L−1 and
CQSA: 5.0 mol  L−1 (tads: 60 s; Eads: −0.10 V; step amplitude: 25 mV;
pulse amplitude: 10 mV;  frequency: 50 Hz) are shown in Fig. 1A. The
peak potentials of the Sb–QSA peak shifted toward more negative
values with increasing pH (−0.50 to −0.72 V), and maximum peak
current was obtained at a pH range of 4.6–4.9. However, above pH
6.5 the peak current decreased with increasing pH, probably due to
hydrolysis of Sb(III). For an M:L stoichiometry of 1:2 at pH about 7,
the net charge of the complex is −1.
With the aim of studying the resolution of the Sb–QSA peak in
the presence of interferences, aliquots of a solution containing 18
metal ions (standard solution A) were added to the electroanalytical
cell with CSb(III): 1.0 g L−1 and CQSA: 5.0 mol  L−1 (tads: 60 s; Eads:
−0.10 V) at pH 4.5; 4.8; 5.0; 5.5; 5.8 and 6.3. As shown in Fig. 1B, a
time-stable Sb–QSA peak can be obtained without peaks overlap-
ping at these pH values. Comparing these signals the best resolution
was obtained at pH 5.5 and the signal of the Sb–QSA complex was
seen at −0.67 V. Above pH 6.5 overlapping peaks interfering with
the measurement of the Sb–QSA peak were observed (not shown)
and the peak current decreased. An optimum pH of 5.5 was selected
for further experiments.
3.1.2. Effect of adsorptive potential
Fig. 2 shows the effect of adsorptive potential on the strip-
ping peak current of the Sb–QSA complex at pH 5.5 over the
0.00 V to −0.70 V range. The experimental conditions were: CSb(III):
1.0 g L−1; CQSA: 5.0 mol  L−1 and tads: 60 s. As shown in Fig. 2,
the peak current of the Sb–QSA complex increases slightly with
changing potential from 0.00 V to −0.10 V. However, it decreased
strongly when the potential was  changed from −0.20 V to −0.60 V.
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Fig. 1. (A) Effect of pH on the potential and peak current of the Sb–QSA complex.
(B)  Adsorptive voltammograms and ip vs pH curve obtained at pH 4.5; 4.8; 5.0;
5.5;  5.8 and 6.3 in presence of 18 foreign metal ions (100 g L−1). Conditions: CSb(III)
1.0 g L−1; CQSA: 5.0 mol  L−1; tads: 60 s; Eads: −0.10 V; step amplitude: 25 mV;  pulse
amplitude: 10 mV;  and frequency: 50 Hz.
Fig. 2. Effect of Eads on the peak current of the Sb–QSA complex. Conditions: pH 5.5;
CSb(III): 1.0 g L−1; CQSA: 5.0 mol  L−1; and tads: 60 s. Other conditions as in Fig. 1.Fig. 3. Effect of tads on the peak current of the Sb–QSA complex. Conditions: pH 5.5;
CSb(III): 1.0 g L−1; CQSA: 5.0 mol L−1; and Eads: −0.10 V. Other conditions as in Fig. 1.
An adsorptive potential of −0.10 V was chosen for further optimiza-
tion studies.
3.1.3. Effect of adsorptive time
Fig. 3 shows the effect of accumulation time on the stripping
peak current of the Sb–QSA complex at pH 5.5 over the 0–600 s
range. The experimental conditions were: CSb(III): 1.0 g L−1; CQSA:
5.0 mol  L−1; Eads: −0.10 V. Peak current increases with increasing
accumulation prior to the potential scan, indicating that the Sb–QSA
complex is readily adsorbed on the HMDE. Peak current increased
linearly with time up to 600 s. However, considering the speed of
the measurements, tads of 60 s was  used for further studies, but in
the analysis of real samples, if Sb(III) concentration is low, longer
times can be used to achieve good sensitivity.
3.1.4. Effect of ligand concentration
QSA concentration had a considerable effect on themethod’s linear range and sensitivity. The effect of CQSA (range
0.0–10.0 mol  L−1) on the peak current of Sb–QSA was  studied
for Sb(III) at concentration levels of 0.1, 1.0 and 30.0 g L−1 (pH:
5.5; Eads: −0.10 V; tads 60 s) and it is illustrated in Fig. 4. The
Fig. 4. Effect of CQSA on the peak current of the Sb–QSA complex. Conditions: pH
5.5; CSb(III): 0.1, 1.0 and 30.0 g L−1; Eads: −0.10 V; and tads: 60 s. Other conditions as
in  Fig. 1.
564 C. Rojas et al. / Sensors and Actuators B 185 (2013) 560– 567
Table 2
Tolerance level of foreign metal ions in the presence of Sb(III) and QSA (pH 5.5).
Metal ion Concentration (mg L−1)
Mo,  Be 0.1
Tl 0.2
Al 0.6
As 0.7
Na, Mg,  Cr, Cu, Ag 1.0
Pb 1.5
Zn 2.0
Co 2.5
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<Cd, Ni 3.0
Ca, Bi 4.0
K 50.0
esults show that peak current increases with increasing ligand
oncentration up to 2.0 mol  L−1 for an Sb(III) level of 1.0 g L−1
nd 3.0 mol  L−1 for an Sb(III) level of 30.0 g L−1, and it remains
lmost constant, indicating that the ligand does not compete
ith the complex for the surface of the mercury electrode. An
ptimum QSA concentration of 3.0 mol  L−1 was  selected for
urther experiments with synthetic solutions. However, when the
piked or real water samples contain many metal ions, a higher
igand concentration must be used to ensure complete complex
ormation.
.2. Analytical properties
.2.1. Linear range, limit of detection, and reproducibility of the
ethod
The linear range for Sb(III) determination were evaluated at
0 s and 180 s of accumulation time under optimal conditions:
H 5.5; CQSA 3.0 mol  L−1 and Eads −0.10 V. The peak current
ncreased linearly with antimony concentration up to 10.0 g L−1
R = 0.998) and 1.5 g L−1 (R = 0.996) Sb(III) concentrations, with
ccumulation times of 60 s and 180 s, respectively (Ip = 14.2 + 44.0
Sb(III)]. tads = 60 s. Fig. 5). The limit of detection (LoD), calculated
ccording LoD = 3/m, where  is the SD of the blank and m the
lope of the calibration curve [52], were evaluated at 60 s and
80 s of accumulation time and were 3.6 ng L−1 and 1.6 ng L−1,
espectively. Repeated voltammograms after 60 s of accumula-
ion time show that the relative standard deviation for 1.0 and
.0 g L−1 antimony were 1.7% and 2.5%, respectively (n = 10). This
ifference with is due to the signal obtained with 1.0 g L−1 is
able 3
b(III) concentrations found in natural and spiked water samples.
Water sample Sb(III) added (g L−1) Sol. Aa (g L−1) EDTA (nM) 
Validation
Milli-Q 0.025 75.0 0.10 
Milli-Q  1.00 100.0 0.10 
Milli-Q  0.150 150.0 0.10 
Milli-Q  0.025 75.0 0.10 
Milli-Q  1.00 100.0 0.0 
Milli-Q  1.00 250.0 0.0 
Milli-Q  1.00 250.0 0.10 
Milli-Q  1.00 250.0 0.60 
Milli-Q  1.00 500.0 5.0 
Milli-Q  1.00 500.0 10.0 
Milli-Q  1.00 500.0 0.30 
Water  samples
Mineral water – – 0.10 
Mineral  water 0.025 0.10 
Mineral  water 0.050 – 0.10 
Mineral  water 0.100 – 0.10 
Tap  water – – 0.10 
Tap  water 0.50 – 0.10 
DL: under detection limit. Not quantiﬁed.
a Standard solution A contain 18 foreign metal ions.Fig. 5. Adsorptive voltammograms and calibration curve obtained with synthetic
solutions of Sb(III). Conditions: pH 5.5; CQSA: 3.0 mol L−1; Eads: −0.10 V; tads: 60 s;
step  amplitude: 25 mV;  pulse amplitude: 10 mV;  and frequency: 50 Hz.
thinner than 5.0 g L−1 and exist less error in determining the
peak area. On the other hand, when we  used quercetin as com-
plexing agent, optimal conditions were found to be pH: 3.7, CQ:
6.0 mol  L−1 and Eads: −0.10 V, and the linear range for Sb(III)
determination was  up to 10.0 g L−1 (R = 0.997) with an accumula-
tion time of 60 s also. The LoDs were evaluated at 60 s and 120 s
of accumulation time and were 76 ng L−1 and 40 ng L−1, respec-
tively. Repeatability was  2.0% for 8.0 g L−1 of Sb(III) (tads: 60 s,
n = 10) [29]. These results show that the determination of Sb(III)
using the sulfonic derivative was more effective and sensitive than
quercetin as complexing and adsorbing ligand. On the other hand,
the Sb–QSA complex is reduced at −0.61 V and the Sb–Q com-
plex is reduced to −0.60 V under the same conditions (pH 4.9),
indicating that the conditional stability constants of these two com-
plex are similar, but the different charges change the accumulation
process.3.2.2. Interference studies
Several metal ions can interfere with the Sb(III) determination
forming complexes with QSA and consuming it, decreasing the
peak current of the Sb(III)–QS complex and/or overlapping their
tacc (s) Sb(III) found (g L−1) Sb(III) R (%) Sb(III) sample (g L−1)
300 0.025 ± 0.001 100 –
60 0.98 ± 0.02 98 –
60 0.145 ± 0.002 97 –
60 0.024 ± 0.001 95 –
60 0.89 ± 0.03 89 –
60 0.84 ± 0.03 84 –
60 0.84 ± 0.06 84 –
60 0.78 ± 0.02 78 –
60 0.74 ± 0.03 74 –
60 0.72 ± 0.04 72 –
60 0.60 ± 0.06 60 –
300 <DL <DL
90 0.024 ± 0.002 96 –
90 0.049 ± 0.002 98 –
60 0.097 ± 0.005 97 –
60 1.79 ± 0.04 – 3.59 ± 0.09
60 2.31 ± 0.03 100 3.62 ± 0.05
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Fig. 6. Adsorptive voltammograms and calibration curve obtained in the validation
study with synthetic solutions spiked with 25.0 ng L−1 Sb(III) in the presence of
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Fig. 7. Adsorptive voltammograms and calibration curve obtained in analysis
of  Sb(III) in a tap water sample. Conditions: pH 5.5; CQSA: 3.0 mol L−1; CEDTA:
0.1  mmol  L−1; tads: 60 s; Eads: −0.10 V; step amplitude: 25 mV;  pulse amplitude:8 foreign metal ions (75 g L ). Conditions: pH 5.5; CQSA: 3.0 mol  L ; CEDTA:
.1  mmol  L−1; tads: 60 s; Eads: −0.10 V; step amplitude: 25 mV; pulse amplitude:
0 mV;  and frequency: 50 Hz.
eduction signal partially or completely. At high acid concentra-
ions Sb(V) interferes with Sb(III), but at 5.5 pH only predominates
b(III). The inﬂuence of 18 foreign metal ions on the determination
f 1.0 g L−1 antimony was investigated by AdSV under the above
ptimized conditions. In this study aliquots of EDTA were added
ith the purpose of obtaining charged complexes with foreign
etal ions which are not adsorbed on the surface of the working
lectrode. The optimal EDTA concentration was  100.0 mol  L−1.
or this purpose, CSb(III): 1.0 g L−1; BR buffer (pH 5.5); EDTA:
00.0 mol  L−1, and standard solution A at the level of 100 g L−1
ere added to the solution (Section 2.2). Because this sample con-
ained many metal ions, a higher ligand concentration was added
CQSA: 10.0 mol  L−1) for to ensure complete complex formation.
hen, aliquots of each metal ion were added in individual form.
he tolerance limit was taken as the maximum concentration
f the foreign substances, which caused an approximately ±5%
elative error in the determination of 1.0 g L−1 antimony. The
esults are presented in Table 2, and it is concluded that none
f these metal ions interfere with the determination of Sb(III)
hen they are at the 100 g L−1 level. The levels of Na(I), Mg(II),
r(VI), Cu(II), Ag(I), Pb(II), Zn(II), Co(II), Cd(II), Ni(II), Ca(II), Bi(III)
an even be higher than 1.0 mg  L−1 and K(I) can be higher than
0 mg  L−1. However, Mo(VI) and Be(II) cannot exceed 100 g L−1
nd 200 g L−1, respectively.
.2.3. Accuracy of the method
Aliquots of deionized water (Merck) were contaminated with
ifferent concentrations of Sb(III) in the presence of foreign metal
ons (standard solution A) at different levels and the determination
as carried out using the standard addition method under opti-
ized experimental conditions (pH: 5.5, CQSA: 3.0 mol  L−1 and
ads: −0.10 V) using different adsorptive time. Results and recov-
ry percentages are shown in Table 3 and they can be used to
heck the accuracy of the method. The results obtained for the
alidation of the method with Sb(III) concentrations of 0.025; 0.15
nd 1.00 g L−1 in the presence of foreign metal ions at the lev-
ls of 75.0; 150.0 and 100.0 g L−1, respectively, were satisfactory
recovery of 95, 97 and 98%, respectively) (tads: 60 s). Fig. 6 shows
dsorptive voltammograms and the calibration curve obtained
ith the solution containing 0.025 g L−1 Sb(III). The best results
ere obtained for an Sb(III) concentration of 0.025 g L−1 in the10 mV;  and frequency: 50 Hz.
presence of foreign metal ions at concentrations of 75.0 g L−1
applying tads of 300 s (100% recovery). The worst results were
obtained for an Sb(III) concentration of 1.0 g L−1 in the presence
of 18 foreign metal ions at concentrations of 500.0 g L−1 apply-
ing tads of 60 s (60–74% recovery). However, the level of the foreign
metal ions is very high and saturation of the working electrode can
occur.
3.2.4. Real sample analysis
The proposed method was successfully applied to the determi-
nation of antimony in tap water and a commercial mineral water
(Puyehue) without previous treatment of the samples. In order to
eliminate matrix effects, the standard addition method was  used.
Moreover, in the case of mineral waters containing antimony below
the limit of detection, the accuracy of the proposed method was
evaluated again by performing a recovery test after spiking the sam-
ples (Table 3). Recovery was between 96.0% and 98.0%, suggesting
that the determination of antimony was effective and sensitive. On
the other hand, Sb(III) in tap water samples was 3.59 ± 0.09 g L−1
(three samples). Fig. 7 shows adsorptive voltammograms and the
calibration curve obtained with a sample of tap water.
4. Conclusions
The present study shows that the adsorptive stripping
voltammetric determination of antimony in the presence of
quercetin-5′-sulfonic acid as complexing and adsorbing agent
is excellent for the determination of ng L−1 concentrations of
antimony in water samples, because of its high sensitivity and
selectivity not present in previously reported electroanalytical
methods. Moreover, due to the high sensitivity of this method it
is possible to carry out the dilution of samples so that the effect of
the matrix is minimized. We  found that the sulfonic derivative was
more adequate than the unsubstituted compound for Sb(III) deter-
mination. In AdSV, the method’s sensitivity also depends on several
parameters such as ligand and complex charge, acid-base proper-
ties, and interaction with the electrode surface, and to a smaller
extent on stability constants.
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